Embolization of pacing electrode fragment into the superolateral vein in the spinal canal causing root compression.
Lead extraction may be complicated by lead fracture and embolization of the lead fragments into the pulmonary circulation or other vasculature causing various signs and symptoms. We present a very unusual case demonstrating embolization of a pacemaker electrode fragment into the superolateral vein in the spinal canal causing root compression. The electrode fragment was removed by spinal surgery, and the patient's symptoms gradually resolved.